
REFERENCE O R  OFFICE SVMBOL 

SGRD-UE-MEP (70) 

1 .  An e lectr ical  safety check is requested f o r :  1 )  U S A R I E M  Room 030, Stress Test Area; 2 )  
Room 022, Underwater Weighing Area and 3) U.S. Army N a t i c k  RD&E Center ,  Environmental  
Test Branch, T rop ic  Chambers t e s t  area, i n  accordance w i t h  subparagraph 5 . a . ( 2 ) ( g )  of 
U S A R I E M  Memorandum 70-2, "Human Research." 

SUBJECT 

Electrical Safety Check 

2. The check is r e q u i r e d  t o  suppor t  an approved p r o t o c o l ,  l l I n t e r a c t i o n  of Aerobic F i t n e s s  
and Hypohydration Response During Exercise-Heat Stress,11 HURC 41276, t o  begin 1 June  1988. 
Tropic  chamber phase  of the s tudy  begins  6 June 1988. 

3 .  Ins t rumen t s  t o  be used i n  t h e  fo l lowing  rooms: 

a. Room 030 - Stress t e s t  area (Area use coord ina ted  w i t h  R. Mello; Access t o  030 can 
be acqu i red  through R .  Mello,  X-4846.) 

( 1 )  Qu in ton  treadmil ( 2  ea . ) ,  07273, 07276. 
(2 )  HP EKG Monitor 1511B ( 2  ea . ) ,  09010, 07276. 
(3)  HP Scope 7803B ( 2  ea . ) ,  07931, 07932. 
( 4 )  T i m e r ,  Grey Lab, ( 2  ea.). 
(5)  Sensormedics  Metabol ic  Cart (2 ea . ) ,  A0404, A2502. 

b. Room 022 - (Access t o  022 can be acqui red  through through J .  Bogart ,  X-4838. 

( 1 )  Sauter Scale, 12367 
( 2 )  N2 Analyzer  C o l l i n s ,  13235 

w i t h  Vac Pump Component 
( 3 )  Sears F i l t e r  Pump, 12588 

c. ETB Trop ic  Chambers (Access t o  ETB areas through L .  Souza, X-5294 and G. Newcomb, 
X-4834). 

( 1 )  ECG Telemet ry ,  HP 78508 P a t i e n t  Informat ion  Center ,  A2727, A2728, 
A2748. 

( 2 )  ECG Telemetry Receiver ,  HP 78101, 8 ea . ,  A2739 through A2746. 

(3 )  Data Acqu i s i t i on /Con t ro l  System, HP 3852A, A3Ol2. 

( 4 )  Compute r ,  Monitor,  Keyboard, HP 300 Series,  A2648, A3075, A3074. 

( 5 )  D i s k  Dr ive ,  HP 9122, A3142. 

( 6 )  Kaye Reference  Junc t ion  (Green Box). 

( 7 )  Scanne r ,  H P  3495A, 07908, 08482. 
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HP-IB/Common Carrier I n t e r f a c e ,  HP 59403A, 07912. 

Timing Genera tor ,  HP 59308A, 08476, 09087. 

H P - I B  D i g i t a l  Clock HP 59308A, 09089. 

Measuring System, HP 5300B, HP-IB I n t e r f a c e ,  HP 5312A, Counter 
HP 5302, 10615, 11928, 12530. 

Gas Analyzer,  C02 (LB-21, 13108, (CD-3A),  A1678. 

Gas Analyzer,  O2 ( 2  ea. ) ,  S3A, 08503, 1207. 

Computer, HP85, 12872. 

P r i n t e r ,  HP 2316, ETB 79603. 

P l o t t e r ,  HP 9872C, ETB 79545. 

Computer, HP 9825. 

Thermister rectal  catheters. 

Thermocouple s k i n  temperature ha rness ,  3-point.  

T readmi l l  (2  ea.) i n  Trop ic  Wind Tunnel. 

S a u t e r  Scale,  A08539 ( i n  l o c k e r  room). 

Check o u t l e t s  i n  chamber and t r o p i c  obse rva t ion  room. 

4.  POC: Dr. Michael Sawka,  X-5141 o r  SGT W i l l i a m  Latzka,  X-4853. 

*ETB c o n t r o l ,  L .  Souza, X-5294. 
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