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CBUBRJECT:  FLANNED HUMAN ANGIOGRAFHY EXFERIMENT
Dear EHill,

This memo iz to inform yvou of the planned second series of “"lodine

Dichromography" experiments with human subjects to be carried out
at SSRL.

The experiments will be carried out by the same reseach team which
performed the original experiments last year. The exposure conirol
hardware and the medical and experimental protocols are unchanged.

The medical ‘PPDtDCDlS and inform=d consent material have been
reviewad and re—approved by the Stanford University Human Subjects
Committee. A copy of the approval is included herewith.

The present plan is to use four subjects, one of whom participated
in the first experiment, commencing Friday, April 24, and at the
rate of one per day through Monday, April 27.
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\;,falnce the ovlqlnal experiment, the safety interlock system has

been further analysed by our engineering staff and design changes
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Propossd wnich  are 1ntended to 1mprove the rellability of the
- raystem. These designs have been subjected to critical review by
interlock designers from both SLAC and LEBEL.

Today, those reviewers met with SSRL engineering and safety
personnel and a SLAC safety representative. They teported the
results of their analyses. The canclusion of the review meeting is
shat the personnel protection interlock design provides adequate
radiation protection to the experimenters and angiography
subjects. At the same meeting the operational and check-out
procedures were conftirmed to be identical to last run.

Since the previous review of the euperimental conditions and
protocols resulted in a low hazard classification, and since no
changes of conditions or procedures have been made, w2 believe
that that rating is still in effect.
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Sincerely,

w/att:
Bienenstock
Thompson
Wartren
Winick
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