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Abstract

The discovery of the RNA-guided DNA nuclease CRISPR-Cas9 has had a transformative impact
on biomedical research by enabling the targeted editing of genomes from diverse organisms. The
future clinical use of Cas9 holds promise for the treatment of disease, but the permanent and
inheritable nature of genome modification also poses immense risks. The potential for accidental
exposure, malicious use, or undesirable persistence of Cas9 therapeutics and off-target genome
effects highlight the need for detection assays. Here we report a centrifugal microfluidic platform
for the measurement of both Cas9 protein levels and nuclease activity. Because Cas9 from many
bacterial species have been adapted for biotechnology applications, we developed the capability
to detect Cas9 from S. pyogenes, S. aureus, N. meningitides, and S. thermophilus using
commercially-available antibodies. Further, we show that the anti-CRISPR protein AcrIIC1,
which binds to Cas9 from several species, can be used as a capture reagent to broaden the species
range of detection. As genome modification generally requires Cas9 nuclease activity, a
fluorescence-based sedimentation nuclease assay was also incorporated to allow the sensitive and
simultaneous measurement of both Cas9 protein and activity in a single biological sample.

Abbreviations: PAM, protospacer-adjacent motif

Although Clustered regularly interspaced palindromic repeats (CRISPR) and CRISPR-
associated (Cas) protein-coding genes in prokaryotes and archaea were first described well over
a decade ago% the explosive growth in the field was sparked by the discovery of Cas9 as an
RNA-guided nuclease mediating target-specific cleavage of DNA.2 The modular nature of Cas9,
with a universal nuclease protein being targeted to cut both strands of a DNA target by the
sequence of guide RNA, has made it an incredibly versatile tool for biotechnology. The
CRISPR-Cas9 system has been used for targeted cleavage at specific genomic loci in human cell
lines3, mice4, and many other organisms. Repair of the resulting double-stranded DNA breaks by
error-prone Non-Homologous End Joining (NHEJ) disrupts the gene coding sequence and results
in loss-of-protein.5 When a donor DNA template with homology arms flanking the DNA cut site
is introduced along with Cas9 and guide RNA, Homology-Directed Repair (HDR) can be
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harnessed to perform site-specific integration of any DNA sequence.6 Additional technologies
have been developed based on a dead Cas9 (dCas9) scaffold in which the two nuclease domains
have been inactivated by mutation. Fusion of a cytidine deaminase domain to dCas9 has been
used for targeted single-base mutations' and the addition of epigenome effectors to dCas9 can be
used modulate transcription8.

The future clinical use of CRISPR technologies has immense potential for personalized
medicine. Pre-clinical studies have demonstrated excellent results for the treatment of genetic
disease in the mouse9 and human1° embryo. CRISPR-encoding viral vectors have also shown
promise in post-natal mice". Safer non-viral delivery vehicles for Cas9 are also actively being
developed, including cationic liposomes12 and gold nanoparticles13. The majority of the reported
studies have used Cas9 from S. pyogenes, but Cas9 from C. jejuni14, S. aureus15, S.
thermophilus16, N. meningitides", and G. stearothermophilus18 also perform genome editing and
can be preferable because of their unique properties. Because of the known risk of off-target
mutations resulting from the persistence of Cas9 beyond the lifetime required for on-target
editing19'20, the clinical use of any Cas9 delivery methods will require sensitive assays capable of
detecting Cas9 directly in bodily fluids. The potential therapeutic use of multiple Cas9 species,
and the use of dCas9 fusion proteins7'8 makes the ideal clinical assay pan-species-specific and
able to detect Cas9 protein and catalytic nuclease activity.

Several Cas9 assay technologies have been designed for measuring Cas9 DNA cleavage
activity21-24 or binding25'26, but none are suitable for therapeutic protein monitoring or
biosurveillance applications. To fill this gap, we have enhanced a centrifugal microfluidic
platform27 for the ultrasensitive and simultaneous detection of Cas9 protein and nuclease activity
directly in biological sample matrices (Fig. 1). A disposable microfluidic disc (Fig. lb) is used to
confine samples for centrifugation and analysis. The disc is composed of three layers, each
fabricated using CO2 laser cutting. The top and bottom are rigid PMMA layers sandwiching a
double-sided adhesive layer that joins the assembly and defines the microfluidic architecture. An
array of ten chambers are sized for sufficient optical path length (e.g. 600 µm) and volume
handling (up to 50 µL) and are spaced to minimize signal crosstalk during the detection phase.
The discs are designed to interface with a custom platform (Fig. la) consisting of a rotary
control system, a temperature control system, and two optical detection systems. Rotary control
is accomplished using an encoder-equipped brushless motor, to which the disc is directly
mounted, along with an optical switch that senses index markings on the disc for position control
purposes. Sample temperature can be controlled via non-contact heating using a medium-wave
infrared heater, which is enclosed in a 3D-printed housing that is lowered onto the platform. The
two optical systems, one composed of a PMT module and a set of lenses for chemiluminescence
detection and the other composed of a 635nm laser diode, PMT module, emission and excitation
filter set, dichroic beamsplitter, and focusing lens for laser-induced fluorescence detection, are
mounted on the platform with 180° separation, each radially aligned to the detection zone at the
tip of the chambers. A LabVIEW interface (Fig lc) communicates with the motor controller,
heater, and optical systems to spin, heat, and scan the microfluidic disc, generating readouts of
both chemiluminescence and fluorescence measurements. A detailed list of components and a
photo of the platform is included in the Supporting Information (Fig. S1).
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Figure 1. Centrifugal microfluidic platform. (a) Rendering of primary components, including
the brushless motor, infrared heater, and optical systems for chemiluminescence and

fluorescence-based detections. A bottom view of the heater housing (inset) shows the dual-
filament heating element and a top view of the platform (inset) illustrates the alignment of the
disc and optical systems. (b) Schematic of the 10-chamber disc. (c) Screen capture of the user

interface featuring sample chemiluminescence and fluorescence measurements.

For protein detection, Cas9-containing sample is mixed and incubated with a suspension
of capture antibody-functionalized silica microparticles and a horseradish peroxidase-conjugated
detection antibody. The resulting suspension is loaded into a disc pre-loaded with
chemiluminescent density medium. Upon centrifugation, the microparticles sediment through the
density medium and pellet, concentrating the luminescence signal at the bottom of the channel.
The entire assay requires only 30 minutes and a 5 fit sample for pg/mL detection of S. pyogenes,
S. aureus, S. thermophilus, N. meningitides Cas9 using commercially-available antibodies (Fig.
2a). Because the antibodies impart specificity and the density medium separates the detection
signal from any sample contaminants, the limit of detection is nearly identical in buffer, whole
blood, serum, and plasma (Fig. 2b). The CRISPR field is rapidly advancing and high affinity
antibodies are not yet available for all of the species that are being used for gene editing. To
broaden the species of Cas9 that can be detected, we also functionalized silica microparticles
with the CRISPR inhibitor AcrIIC1.28 AcrIIC1 binds to the conserved HNH domain from many
species of Cas9 and, coupled with specific or cross-reactive detection antibodies, enabled pg/mL
to ng/mL detection ofN. mengitides, G. stearothermophilus, and C. jejuni Cas9 (Fig. 2c). Again,
the detection of Cas9 using AcrIIC1 as a bait protein is independent of matrix effects (Fig. S2).
These results collectively demonstrate this platform can detect low levels of Cas9 protein from
the most commonly used species, directly in the bodily fluids, even if no or only sub-par
antibodies are available.
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Figure 2. Development of Cas9 protein and activity detection assays. (a) Detection of Cas9
by capture antibody-functionalized silica microparticles and detection antibodies for S. pyogenes
(2 pg/mL), S. aureus (44 pg/mL), S. thermophilus (31 pg/mL), and N. meningitidis (23 pg/mL)

(b) Detection of S. pyogenes Cas9 by capture and detection antibodies have unchanged
luminescence profiles regardless of biological matrix. (c) Detection of Cas9 by AcrIIC1-

functionalized silica microparticles as a capture reagent. N. meningitidis Cas9 (32 pg/mL) and C.
jejuni Cas9 (1293 pg/mL) were detected by species-specific antibodies, while G.

stearothermophilus Cas9 (188 pg/mL) could be detected by cross-reactive S. aureus Cas9
antibodies. (d) Microparticle-immobilized fluorescence-based detection of S. pyogenes Cas9
nuclease activity in the presence of the substrate-specific AAVS1 guide RNA. Error bars

represent standard deviation, points are average of four replicates, and the limits of detection are
indicated in parentheses for each measurement.

Cas9 protein is one component required for genome modification; however, the nuclease
activity of the Cas9-RNA complex is required to generate a DNA break. To measure Cas9
activity in bodily fluids, we adapted our previous fluorescence Cas9 activity assay24 for detection
on this platform. A fluorophore/quencher-labeled DNA duplex (containing the target sequence of
interest) is immobilized on silica microparticles. Sample containing Cas9 and guide RNA is
incubated with the substrate-functionalized particles, then separated by centrifugation through
density medium that denatures the Cas9 protein to release bound DNA. Upon cleavage and
denaturation, the cut quencher-conjugated DNA strand dissociates from the bead-immobilized
fluorophore strand to generate an increase in fluorescence from the bead pellet that is



proportional to Cas9 RNP concentration (Fig. 2d). When Cas9 activity was measured directly in
serum, only a marginal increase in background fluorescence was observed with the Cas9-
dependent increase in fluorescence being almost identical to that in buffer (Fig. 2d). As this
signal is dependent on Cas9 nuclease activity, and specifically endonuclease activity on a
particular target sequence, it is the measurement most directly related to the genome
modification potential. Further, we have previously shown that this activity measurement can be
readily adapted to other species of Cas9 with different PAM sequences by modulating the DNA
sequence and, in some cases, heating the sample.24 We anticipate that this platform and the
general protocols could be easily modified for the detection of protein and activity from nearly
any species of Cas9.

To emphasize the importance of simultaneous Cas9 protein and target-specific nuclease
activity in a single platform, we analyzed samples consisting of the wt Cas9 protein, the DIM
and H840A nickase mutants with one active site disrupted, and the nuclease DlOA/H840A dead
Cas9. The chemiluminescence signal from all these Cas9 variants was identical, as expected
because the capture and detection antibodies are unlikely to contain an epitope overlapping these
mutations (Fig. 3a). In contrast, the fluorescence-based Cas9 activity measurements in the
presence of guide RNA showed almost no increase in fluorescence with the dCas9 or the nickase
variants, but a significant increase in fluorescence with the wt Cas9 (Fig. 3a). These results
confirm that our platform can, from a single sample, differentially identify Cas9 protein and
activity. To test this capability directly in cells, HEK293T human cells containing an integrated
Cas9 reporter were transfected with plasmid encoding Cas9 protein and a scrambled (off-target)
or on-target AAVS1 guide. The reporter produces red fluorescent protein (RFP) constitutively
and, upon Cas9-mediated editing at the AAVS1 site, green fluorescent protein (GFP) is
produced. Four days after transfection, the cells showed the expected presence of GFP in the on-
target transfection, but no GFP in the off-target transfection or the untransfected control (Fig.
S3). However, just two days after transfection, the cells were lysed and analyzed for Cas9 protein
and on-target nuclease activity. Even at this early time, the presence of Cas9 could be clearly
identified as chemiluminescence signal in both the on- and off-target guide transfections, but not
in the untransfected control (Fig. 3b). Further, from the same lysate Cas9 nuclease activity at the
AAVS1 target site could be clearly observed via fluorescence in the on-target transfections, with
no Cas9 activity in either the off-target or untransfected controls (Fig. 3b). The reported
detection platform is therefore able to measure Cas9 protein and target-specific activity
simultaneously, in cell lysates without any sample preparation, before any change in cellular
phenotype can be observed.
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Figure 3. Simultaneous Cas9 protein and nuclease activity detection. (a) Detection of
chemiluminescent Cas9 protein and fluorescent nuclease activity for wild type (wt), the DlOA
and H840A nickase mutants with one active site disrupted, and the nuclease DlOA/H840A dead
Cas9 (dCas9). (b) Detection of Cas9 protein and activity in human HEK293T cells transfected

with on-target AAVS1 guide (AAVS1), off-target guide (scrambled), or an untransfected control.
Error bars represent standard deviation, points are average of four replicates.

The potential for Cas9-based therapeutics to treat a wide variety of genetic diseases is
immense, but many challenges must be overcome. The continued discovery of Cas9 enzymes with
favorable properties14'18 and improvements in Cas9 delivery vehicles29 are significant steps
forward, but any clinical use of Cas9 necessitate the development of robust detection assays. Here
we have described significant improvements to a portable microfluidic device for the measurement
of orthogonal luminescence and fluorescence signals for monitoring Cas9 protein and target-
specific activity. The major advantages of the reported platform are the self-contained and easy-
to-use interface, sample temperature control, ability to use small volumes of complex biological
samples, the rapid (<30 minute) results, and the ability to detect multiple species of Cas9. The
simultaneous measurement of both Cas9 protein levels and targeted nuclease activity will be
essential to monitoring and understanding the connection between Cas9 persistence and off-target
genome modification in clinical models20. The reported device not only meets an urgent unmet
need for biodefense but also provides the first-ever clinical detection capabilities for the rapidly-
advancing field of CRISPR therapeutics.
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