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ABSTRACT

The Helically Symmetric eXperiment (HSX) Thomson Scattering (TS) diagnostic is being upgraded to decrease uncertainty in electron tem-
perature and density measurements. Upgrades to the HSX TS diagnostic will consist of a novel redesign of polychromator electronics and
digitization of the TS output signal. Here, we also present a study of the benefits of an additional spectral channel that will sample the
red-shifted band of the scattered spectrum. To maximize system bandwidth (BW) and gain, while minimizing noise, the existing low-BW
polychromator electronics on HSX will be replaced by high-BW, high gain circuitry designed in-house.

Published under an exclusive license by AIP Publishing. https://doi.org/10.1063/5.0101879

I. INTRODUCTION

Thomson scattering is a workhorse diagnostic in all major
fusion plasma research experiments.'” Although the Helically Sym-
metric eXperiment (HSX) Thomson Scattering (TS) diagnostic, in its
present state, has been operational since 2004," advances in the avail-
able technology and analytic techniques have motivated upgrades to
the existing diagnostic suite. Newly designed polychromator elec-
tronics have been engineered to reduce measurement uncertainty
by both improving the fidelity of measured signals and allowing
for a more robust method of modeling the expected signal inten-
sity. Charge integrating digitizers (QDCs) lack the ability to provide
time-resolved signals and, therefore, information on abnormalities
that may occur during the QDC integration time. HSX is replacing
existing QDCs with 1.25 GS/s time-resolved digitizers that will allow
for the implementation of curve fitting and more accurate analysis
routines in post-processing. Also presented in this work is a study of
the benefits of adding a long-wavelength, or long-A, spectral channel
to low-temperature TS spatial channels, T, < 200 eV, such as those
at the plasma edge.

Il. EXISTING SYSTEM

HSX is currently equipped with a ten-channel TS system that
measures T, and #, along a 20 cm lower half-plane radius. A

commercial Q-switched Nd:YAG laser provides the probe pulse of
1 J with a 10 ns full width at half maximum (FWHM) at the funda-
mental 1064 nm wavelength. The laser is housed in a controlled envi-
ronment located within the main HSX lab. Three mirrors guide the
laser beam to the entrance of the HSX vessel. To minimize stray light,
the beam enters the vessel via a custom Brewster window and tra-
verses an entrance tube with stray light mitigation baffles. Scattered
radiation from the plasma beam interaction is collected by a pair of
BK7 and SF1 glass doublet optics and images the light onto ten radial
fibers with a numerical aperture (NA) of 0.23. Each fiber bundle is
7 mlong and couples the collected light to ten General Atomics (GA)
GAPD-1064-4-1K polychromators.”® Within the GA polychroma-
tors, EG&G C30956E Si avalanche photodiodes (APDs) convert the
scattered light signal into an electrical current, which is then pro-
cessed into an output voltage that is sampled by LeCroy Model 2250
QDC. Since the DC component of the plasma background radiation
is undesirable when computing TS profiles, an AC-coupled output
that removes the extraneous DC signal is often implemented. The
GA polychromator electronics perform AC-coupling by use of a
100 ns delay line technique that subtracts the delayed signal from the
non-delayed signal, approximately removing the background DC
signal.

Initially designed as identical polychromators with four ded-
icated spectral channels each, the GA polychromators have been
modified from their original specifications to allow the five core
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FIG. 1. Transmission functions for the existing (a) three-channel and (b) five-
channel HSX polychromators. Included on the plots are the input laser line, shown
as a dashed red line, as well as the normalized 90° scattering spectra for 50,
250, and 2500 eV, depicted by the black solid, dashed, and dashed-dotted lines,
respectively.

spatial channels to have five spectral channels each, whereas the
five edge spatial channels only have three spectral channels each, as
shown in Fig. 1. To mitigate low signal strength, passive component
changes have been made to polychromator electronics with the goal
of increasing the system gain. Data shot from the existing HSX TS
system, Fig. 2, have been collected in a Raman scattering configura-
tion with a 4 GS/s oscilloscope. Referring to Fig. 2, an unintended
consequence of the modifications to the GA polychromator elec-
tronics has been the reduction of system bandwidth, which increases
the fall time of the scattered signal output to ~400 ns, much greater
than the 100 ns delay line time. Only 100 ns of the signal is digitized
by the QDC, leaving nearly 80% of the scattered signal unmeasured
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FIG. 2. Raman scattered data on the polychromator AC output channel digitized
by a4 GS/s oscilloscope. The steep transition from negative to positive at ~650 ns
is caused by the internal 100 ns delay line circuit in the polychromator electronics.
Ideally, all scattered signal should be contained within 100 ns as to not be affected
by the internal delay line.
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and discarded. Recent testing has shown that while the system gain
was increased from 90 to 125 dB Q, this was for low-frequency
operation. When accounting for a 10 ns Gaussian pulse and its cor-
responding high-frequency components, the realized gain is only
74 dB Q. Due to low signal levels associated with the existing HSX TS
system, the aforementioned modifications were necessary. Advances
in consumer-grade ICs have allowed for advanced TS electronics
designs for diagnostic upgrades.

Ill. TIME-RESOLVED DIGITIZATION TO DECREASE
UNCERTAINTY

A simple method to decrease measurement uncertainty in TS
signals is to replace QDCs with time-resolved analog-to-digital con-
verters (ADCs). There are two benefits realized with a time-resolved
measurement of the TS signal. First, a time-resolved measurement
of scattered radiation allows the experimentalist to validate the col-
lected data and discriminate signals that have been corrupted, e.g.,
by acute external noise or stray light. Additionally, switching from
QDCs to ADCs allows the use of curve fitting techniques that can
reduce or eliminate unwanted and spurious contributions to the
measured signal.””” For the HSX TS upgrade, existing LeCroy QDCs
are being replaced with a 40-channel, 1.25 GS/s, 8-bit, VT861 digi-
tizer chassis manufactured by LYRtech. To accommodate the switch
from QDCs to ADCs, the HSX team is developing new analysis
software that utilizes curve fitting techniques to analyze TS mea-
surements. Switching from QDCs to high-speed digitizing ADCs
necessitates an upgrade of the existing polychromator electronics,
which is discussed in Sec. I'V.

IV. POLYCHROMATOR ELECTRONICS UPGRADE
A. Design and simulation

The primary goal of the HSX TS polychromator electronics
redesign is to accurately measure and sample the scattered radiation
pulse, while introducing little to no curve shaping in the process. For
curve fitting routines, the easiest way to decrease uncertainty from
the curve fit is to minimize the number of free parameters that are
used in the fitting routine. A single-pulse Gaussian can be fit with
three free parameters, possibly even one with a well-characterized
TS system, whereas systems with excess pulse shaping require four
or more fitting parameters to account for the long fall delay time. To
capture the primary frequency components of the measured Gaus-
sian pulse,'’ a system must have a minimum upper —3 dB point as
defined by Eq. (1),

0.44
— 3 dBupper » - (1)

where T is the FWHM of the Gaussian pulse. Therefore, for the
HSX 10 ns FWHM pulse, the upper —3 dB point design requirement
should be a minimum of 44 MHz.

With the minimum system bandwidth constraint defined, sec-
ondary goals in the design of new sensing electronics, in order of
importance, are as follows: minimization of system noise, maxi-
mization of electronics gain, implementation of digital gain control,
minimal alteration to the existing TS setup, and simplification of
calibration procedures. To accomplish the outlined design goals,

Rev. Sci. Instrum. 93, 093518 (2022); doi: 10.1063/5.0101879
Published under an exclusive license by AIP Publishing

93, 093518-2

Gb:61:81 €20¢ Joquialdas gz


https://scitation.org/journal/rsi

Review of

Scientific Instruments

Simulated Electronics Gain

& 8of j
75 : : :
10° 10° 107 108
Frequency (Hz)
(a)

Simulated Electronics Phase

90

o
T

©
=]

Phase (Degrees)

-180 : : :
10° 107 108
Frequency (Hz)
(b)

=
(=]
Eal

FIG. 3. AC analysis (a) gain and (b) phase frequency response results of designed
TS electronics performed in TINA-TI. The blue curve corresponds to the high gain
configuration and the orange curve corresponds to the low gain configuration.
Simulated upper —3 dB points are 67 and 118 MHz for the high and low gain
configurations, respectively.

a Texas Instruments (TI) OPA857 discrete transimpedance ampli-
fier (TTA) was selected for the initial preamplifier stage in a signal
chain similar to Fig. 39 in the OPA857 datasheet.!! Device highlights
of the OPA857 are ultralow noise, 100 MHz operation, two user
selectable gain configurations, and an integrated voltage-to-current
converter. The OPA857 voltage-to-current converter allows for fre-
quency response characterization of the circuit without the need for
an APD, so the entire system frequency response can be analyzed
with standard lab equipment. For even more gain, a TT THS4541
650 MHz gain-bandwidth (GBW) operational op-amp was chosen
for the output amplifier stage. On TS AC channels, the use of delay
lines to remove the DC component of the Thomson signal has the
nonideal effect of doubling high-frequency noise. Therefore, on our
newly designed electronics, AC-coupling is performed by the use
of a matched 50 Q pulse transformer with a high-pass frequency
cutoff of 300 kHz. Figure 3 shows the frequency response character-
istics of the designed circuit as simulated in Toolkit for Interactive
Network Analysis-TT (TINA-TI), a TT supplied simulation program
with integrated circuit emphasis (SPICE) program.

B. Electronics test results

As described in Sec. IV A, the upgraded TS printed
circuit board (PCB) was designed, laid out, and populated in-house.
To validate the functionality of the newly designed PCB, we per-
formed frequency characterization and compared the measured data
to results from simulation. With the ability to evaluate the circuit
via the integrated current-to-voltage converter, input stimulus was
driven by an Agilent arbitrary waveform generator and an Agi-
lent 1 GHz oscilloscope was used to measure the output response
relative to the input stimulus. A script was written in MATLAB
that automatically swept the function generator output frequency
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FIG. 4. Measured (a) gain and (b) phase frequency response of the designed TS
polychromator electronics. The blue curve corresponds to the high gain configu-
ration and the orange curve the corresponds to low gain configuration. Measured
upper —3 dB points are 45 and 64 MHz for the high and low gain configurations,
respectively.

and obtained data from the oscilloscope. The measured frequency
response data of the upgraded electronics are presented in Fig. 4,
whereas the measured and simulated results are compared in Table I.
Nominal discrepancies between simulated and measured values of
maximum gain can be accounted for by nonideal discrete compo-
nents and board layout. The reduction in measured system band-
width (BW) relative to the simulated BW is thought to be due to
excess input and parasitic capacitances on the PCB. More testing
and component optimization will take place before the upgraded TS
electronics are installed into the existing TS system. Figure 5 shows
the upgraded TS electronics output corresponding to a single Raman
scattered pulse in an N, environment. From 450 to 500 ns, before
the arrival of the laser pulse, nominal system noise of 10 mV y_px
is measured. Also shown in Fig. 5 is how spurious fluctuations,
from plasma noise or stray light, can be measured and systemati-
cally removed for analysis by the use of curve fitting routines. The
solid orange curve in Fig. 5 shows the results of a simple Gaussian
pulse curve fitting routine applied to the measured signal. It is clear
that high-bandwidth measurements coupled with curve fitting tech-
niques allow for the removal of most spurious signal contributions
and their effects on TS analysis.

TABLE 1. Comparison of simulated and measured HSX TS upgrade polychromator
electronics results.
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FIG. 5. Measured response of the upgraded TS electronics, low gain configuration,
to a Raman scattered pulse (blue curve). Overlaid is an example of a Gaussian fit
to the scattered data (orange curve). The HSX vessel was filled to a pressure of
40 Torr N, for this measurement. 10 mV_,« System noise can be seen in the
450-500 ns range.

V. STUDY OF LONG-1 SPECTRAL CHANNEL
EFFECTS ON MEASUREMENT UNCERTAINTY

Generally, for systems that utilize fundamental 1064 nm probe
beams, only the shorter blue-shifted lobe of the scattered radiation is
collected and analyzed. While some experiments have implemented
spectral filters that measure wavelengths longer than the laser line
radiation,'” conventional Si APDs that are used have diminishing
responsivity at these wavelengths and are generally only good to sig-
nify the possibility of a non-Maxwellian thermal distribution. An
alternate approach that we investigate here is the use of a long-A
sensitive InGaAs APD to measure the red-shifted scattered radiation
spectrum.

In order to evaluate the possible benefits of adding a long-
A spectral channel to our existing polychromators, a Monte Carlo
(MC) analysis was performed on synthetic TS data. For this analy-
sis, a readily available off-the-shelf Excelitas C30662 InGaAs APD
was selected for modeling purposes. As we currently do not have
spectral calibration data for wavelengths longer than the laser line
radiation, the optics transmission is assumed to be constant for the
range 1060 < A < 1550 nm. To maintain signal levels on existing
spectral channels, the long-A spectral channel will be installed subse-
quent to the existing polychromator channels. Data for a ThorLabs
long-pass spectral filter that allows A > 1070 nm are used. The final
modeled parameter is that the APD gain is increased to M = 40, a best
case figure for the selected component. With the prior assumptions
and parameters, the modeled transmission function for the existing
HSX polychromators with an additional long-A channel is shown in
Fig. 6.

Synthetic data for the Monte Carlo analysis was derived by con-
volving the modeled instrument functions corresponding to each
spectral channel with scattered power spectrum data obtained from
implementing the often used Matoba model'* of Thomson scattered
power. Figure 7 shows the normalized, unperturbed intensity model
as a function of T. used for the MC analysis. Simulation consisted
of 10000 ratio evaluations performed at each value of T, from 1 to
250 eV, with a randomly distributed perturbation factor of 0.90-1.10
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FIG. 6. Instrument function of the existing HSX polychromator system with the
modeled long-A spectral channel being studied.

applied to each data point. Using the same ratio-evaluation y*
minimization routine to solve for T, that will be used for plasma
analysis, the standard deviation of perturbed data with and with-
out a long-A channel were simulated and compared for all five edge
channels.

The results of this analysis are shown in Fig. 8. It is shown in
Fig. 8 that, assuming optimum conditions, the addition of a long-
A spectral channel will decrease measurement uncertainty by ~25%,
without compromising the signal strength of existing spectral chan-
nels. Interestingly, in Fig. 8, the measurement uncertainty of the
long-A spectral channel increases around 200 eV, % > 1. Refer-
ring to Fig. 7, the cause of this increased uncertainty is due to the
relative intensities of multiple spectral channels converging around
a common value, ~175 eV. When the modeled spectral intensity
ratios converge around a common value, the y* minimization rou-
tine is much more sensitive to perturbations in the data, which
can increase Ojng) > Ocurrent, s is the case in this study. Changes
to the spectral transmission instrument function, such as further
optimized filter functions, can be used to mitigate this increase in
uncertainty.
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FIG. 7. Normalized product of spectral transmission instrument function convolved
with modeled scattered power spectrum.
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FIG. 8. Results from MC simulations of the effects of adding a long-A spectral chan-
nel. Each curve corresponds to a different edge spatial channel, as determined by
the scattering angle ®. For each edge spatial channel, the standard deviation of
the long-A spectral channel normalized by the standard deviation of the existing
polychromator setup as a function of T, is plotted. For most of the displayed range
of T, measurement uncertainty is decreased when the long-A spectral channel is
present.

VI. SUMMARY

The HSX TS system is currently being upgraded to improve
the fidelity of TS measurements. Transition from existing QDCs to
high-speed, time-resolved ADCs will provide greater insight into the
quality of collected TS data and decrease measurement uncertainty.
Design and initial testing has been performed on custom high-BW
polychromator electronics and the benefits of these higher-BW elec-
tronics have been demonstrated. The tests have also shown the effect
that parasitic capacitances from PCB layout can have on system
bandwidth. The initial study of the inclusion of a long-A spectral
channel demonstrates the reduction of measurement uncertainty for
a select range (~50-150 eV) of low plasma temperatures.
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